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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG10008

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG10008
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-864 ASB Zone 1-5A Aqueous 07/09/2021 0845 07/09/2021
002 21-865 ASB Zone 2-5B Aqueous 07/09/2021 0925 07/09/2021
003 21-866 ASB Zone 3-5C Aqueous 07/09/2021 0953 07/09/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG10008
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-864 ASB Zone 1-5A Aqueous MLVSS SM 300 mg/L 5
002 21-865 ASB Zone 2-5B Aqueous MLVSS SM 240 mg/L 6
003 21-866 ASB Zone 3-5C Aqueous MLVSS SM 91 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG10008-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-864 ASB Zone 1-5A
Date Sampled:07/09/2021 0845
Date Received:07/09/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/13/2021 2241 MOM 98750
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 300 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG10008-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-865 ASB Zone 2-5B
Date Sampled:07/09/2021 0925
Date Received:07/09/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/13/2021 2241 MOM 98750
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 240 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG10008-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-866 ASB Zone 3-5C
Date Sampled:07/09/2021 0953
Date Received:07/09/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/13/2021 2241 MOM 98750
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 91 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

- P — —

_ Sumples Recelpt Checklist [SRC) {MEDDLBC-15) Revlsed:9/29/2020
" Page Anstetcal Fssuing Autharity: Pace ENV - WL Page 1of 1
Sample Receipt Checldist (SRC)
CHent; NEW-INDY Cooler Inspected hyidate: T5M ¢ 07082 Lt TR
= = —r— o = ——
Means of receipl: [v] Pace ligmt UF3 FedTx Ciher;
Yest [+ Ha I. Were coslody scals presant on the conler?
Vez Ma A 2. I cuslody seals were mesent. wers they intact and unbroken?
pH Stip ID; & . Eligring Sirip 113 A o Tested by Ma

Criginal lemperature upon receipt / Derived {Corrected) temperalure upon receipt  %Selid Snap-Cup ID; DA
I'.I JLT o NA .rNd. L MA A I Nﬁ-. ;Hﬁ; HA e

Methaod: [¥] .Tnmpajau_re Blank [ JAzninst Bottles 1R Gon 1D: 5 IR Gun Comestion Fuglor; * o
Meihed of coolant  [#7) Wit 1oz Tee Packs [ ] Drvice [ Mone
—

INo| N 5. Iftemperanua of uny cooler exceeded 6.0°C, was Project Manager Motificd?
’ I'M wias Matified by: phone / email / faee-to-foce {sirele ane).

[[]¥es

L F¥es e LAInAl4. 15 the commerciai courier's packiug slZp attached 1o ilids fomm?
] Yes| LINe 2. Were proper custody procedures {relinquishedireccived) followed?

L] Vs Mo . Weve sample [Ds listed on the COCT

] ves] [ N0 7. Were sample [Ds lisied on all sancple containers?
T ves| [ INg 8. Was colloction date & time lisied on the COCT
¥ ¥es| [ Tne 9. _Was cullection date & lime listed on all sample confainers?
Yes| [ INu 10, Did all ¢container labe] mformation {17, date, lumr.) agree with the COC?
[#] Yes Cne 1. Were lests to be performed listed on the COC?

V2. Did all suraples arrive in the proper containers far each test endfor in sood condition

] ves [ (unbroken, lids on, cfe.)? P -
%Ves L] Mo 13, Was adequatc sarmple volume availyble?

¥| ¥es Hoy 14. Were all samples received within 14 tha lwolding time or 48 hawrs, whichever cones first?

1] Yas| [¥TNo 15. Were any samples containers missingfexcess (circle tma) -mmplr'-s Mot listed om COC?

. - 16, Tor VOM and RSK-173 samples, were bubbles pressnt = “pra-size” (Y"or Emm in Jiameter)
e [Ne [Jnia in any of iz VOM vials? _
[ ¥es Mol | INAJIT. Were all DROVmetalsulriont samples received al u pH of < 27
|_[Yes| : INa| [VINATLE Were all eyanide samples reoeived af PH = 12 and sulfide samples recaived at a pH = 07
El ves| [Ino I'CA 1%, Were all anolicable NET, # TR N/ eyanie/phenol/625, 176083 (= 0, amz/L) samples free of
residual shlorine?

- 2, Were clicnt remyarksiraguasts ¢ e, rr:qu csted dilutions, ME3MED desianations, erc...)

LY Mol ]
_I:I es| Do) [71na Cum:l:tl} lranseribed from e COC into the comment section in LIMSY
D Yo M 21._Was the guotc nueber listed on e container label? If ves, Quote # NA

Sample Preservation  {Must be coinpleted for any saeplels) incorrectly preserved or wilh headspace, )

Sample(s) M were received mcarectly preserved ai were adjusted amuld'; alk
E‘? sample receiving wich M\ ml of circle ane: H2S0M, HNO3, HOI, NaOH uging SR % DA

Time of pragervation HA . - Wmore thar one preservative is needed, please note in e car nmerts I:.e!u.-.-.

Sumple(z) WA N were received with bubbles =6 mar in diameter,
Samplesis) MNA ' were recoived with T2O > 0.5 mg/L (ITH1D s o) aned were
Edpusted accordingly in samplz receivin £ with sodium thiosul fate {Na, 5,0, with ‘uhea]} (o BA

L barcade lahals applied by; _ _ Drate; OWi0aE0ZI

_Cumments.
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14102

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com

Page 2 of 10



PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14102
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-890 5-A Zone 1 ASB Aqueous 07/10/2021 1700 07/14/2021
002 21-891 5-B Zone 2 ASB Aqueous 07/10/2021 1632 07/14/2021
003 21-892 5-C Zone 3 ASB Aqueous 07/10/2021 1615 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14102
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-8905-A Zone 1 ASB Aqueous MLVSS SM 310 mg/L 5
002 21-8915-B Zone 2 ASB Aqueous MLVSS SM 220 mg/L 6
003 21-892 5-C Zone 3 ASB Aqueous MLVSS SM 90 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14102-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-890 5-A Zone 1 ASB
Date Sampled:07/10/2021 1700
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 310 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14102-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-891 5-B Zone 2 ASB
Date Sampled:07/10/2021 1632
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 220 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14102-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-892 5-C Zone 3 ASB
Date Sampled:07/10/2021 1615
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 90 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

———— —— i L o S " -

/,? Samples Receipt Checklist (SRC) (MEOO18C-15) Revissd:0/29,2020
e Aralial Issuing Autharity: Pace NV - W0 (Page1ofl
Sample Receipt Checklist (SRC) j
Clien Mew Indy Cooler Tuspected byjdete; $5M f 014021 Loth Wol4l2
Wleans of receipl; 71 Pace D_Lllenr [ JUPs HFME\ [ ] Othe: o ]
- Ma I Were custody sezls present on The conbur? ]
Ies| { TNo }m 2. I cuisindy sanls were present, were they intect and unbroken? ]
Ipk: Sirip 10: N _ Chlovine Strip 1Dy M Tested by; G2 ]

(Original temperature upon receipt / Derived (Currected) [cmpersture upon receipt  %hSofid Snap-Cup ID: MA ;
LA pL4 op NA pMA so HA GHA o MA ¢ MA uc 1

Method: [F]Temperaturc Blank [Japainst Botiles 1R Gun [D: IR Gun Carrection Factor: » =
Method of coolant: [] wet Ice Ll lee Packs [ Dry tee D Maone

3. If lempe lemperature of any eonler excoeded 6. 0°C, was Project Munager hotificd? ]
NA e |

[]¥es [ne Ed P wees Motified by: phane £ email /! face-te-face (circle one). !

" 1ves DN:. [¥INal<. Is tha commercia. couricr s packing slip attached to this form? ]

] ¥es| [N o 3. Were proper custody procedures (relinguished’received) foliowed?

[7]ves| (g 6. Were sumple IUs lisied on the COC? .
_@ Yes| | [Mo 7. Were szmple 105 listed on all sample conciners? ]
% Yes| || No 8. Was collection daiz & tima listed on the COC? i
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14104

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14104
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-886 5-A Zone 1 ASB Aqueous 07/10/2021 1307 07/14/2021
002 21-887 5-B Zone 2 ASB Aqueous 07/10/2021 1233 07/14/2021
003 21-888 5-C Zone 3 ASB Aqueous 07/10/2021 1214 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14104
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-886 5-A Zone 1 ASB Aqueous MLVSS SM 410 mg/L 5
002 21-887 5-B Zone 2 ASB Aqueous MLVSS SM 260 mg/L 6
003 21-888 5-C Zone 3 ASB Aqueous MLVSS SM 110 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14104-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-886 5-A Zone 1 ASB
Date Sampled:07/10/2021 1307
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 410 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14104-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-887 5-B Zone 2 ASB
Date Sampled:07/10/2021 1233
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 260 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14104-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-888 5-C Zone 3 ASB
Date Sampled:07/10/2021 1214
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 110 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

/.;7 Samples Receipt Checklist {SRC) {MEODLEC-15) Revised:5/29/2020
o -Frce Anakaical Izsuing Authaority: Pace ENV - Wool i Pape Lofl
Sample Receipt Checklist (SRC) '
Clieng: Mow lndy . Cooler Tnspected by/data: J5M bil14i2ea1 Lot 2 ¥Glaim ) ]
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jacjusted uccordingly in sample receiving with sodium thiosilfate (NiyS,0;) with Shealy iD; Na |
SR, barcode |abels apnlied by: JRG2 . __ Dage: 0771412021
— e -
Commaents; ;

i i i tal Services, Inc.)
Pace Analytical Services, LLC (formerly Shealy Environmen o
106 Vanta)g/e Point Drive  West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.co

Page 10 of 10



ace Analytical”

Report of Analysis

New-Indy Catawba LLC
5300 Cureton Ferry Road
Catawba, SC 29704
Attention: Dan Mallett

Project Name: MLVSS

Lot Number:WG14106
Date Completed:07/19/2021

07/20/2021 12:07 PM

Approved and released by:
Project Manager |: Blaire M. Gagne

AP%AB

ANSI National Accreditation Board
ACCREDITED

TESTING LABORATORY

The electronic signature above is the equivalent of a handwritten signature.
This report shall not be reproduced, except in its entirety, without the written approval of Pace Analytical Services, LLC.

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172
Tel: 803-791-9700 Fax: 803-791-9111 www.pacelabs.com

Page 1 of 10



PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14106

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14106
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-880 ASB Zone 3 5-C Aqueous 07/10/2021 0814 07/14/2021
002 21-881 ASB Zone 2 5-B Aqueous 07/10/2021 0831 07/14/2021
003 21-882 ASB Zone 1 5-A Aqueous 07/10/2021 0939 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14106
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-880 ASB Zone 3 5-C Aqueous MLVSS SM 94 mg/L 5
002 21-881 ASB Zone 2 5-B Aqueous MLVSS SM 270 mg/L 6
003 21-882 ASB Zone 1 5-A Aqueous MLVSS SM 330 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14106-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-880 ASB Zone 3 5-C
Date Sampled:07/10/2021 0814
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 94 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14106-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-881 ASB Zone 2 5-B
Date Sampled:07/10/2021 0831
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 270 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14106-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-882 ASB Zone 1 5-A
Date Sampled:07/10/2021 0939
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 330 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

e i -

Rewiscd:d/20/2020

.? Samplas Recelpt Checklist [SRC) (MEGOLEC-15)
/" Pace Analyveal Issuing Authority: Pace ENV - WCOL : Fage 1of1

Sample Receipt Checklist (SRC) '

Cligne: Mow Indy Conler Inspected by/date: S 7 077142008 Lae # Wala106 .

Mcans of receipt_[7] Pace | Johient | ] OPS E_ge-.iEx [ JOmer

|| ves[ [¥TNo 1. Were custody scals present on the cooler?

D_‘:"ns [ 1Ha E]NA 2. ITcustody seals were present, were they intact and unbroken? B

pH Sirip [O: Ma - Chloring Strip IT; M4 . Tasted by IRUZ

I(\rjgjnal wemperatire upon receipt / Derived (Comected) temperatre vpon ceeeipt %Salid Snap-Cup 10 HA |

l= 114 v HA A e WA pMA 2 WA A '

Method of coolant: wetlee [ ] Tee Packs [ ] Drv lee [1 ane

Method: [ [Temperanue Blunk [ |Azuinst Botles 1K Gun ID: IR Gun Correetion Factor: kL

-

[ ]Y¥es| [INo

[#Ina 3. If temperaqure of any cooler exceeded 6,070, was Project Monager Motified?

I} was Notifled by: phone / email / face-lo-Fage (circle one).

Yesl [ Mo [ Tal4.

Is the commereial couricr s packing slip attached w thiz farm!

7T ves C e 3. Werc proper ewstody procedures {rs]in:|L|1'3h5d.-'l‘¢uéi~.-‘&d_‘] [ollowed?
7] ves| [INo 6. Were samplo [Ds listed on the COCT

Yes| []o 7. Were sampli 105 listed an 21l sumple containers?

E Yes) L I No 8. Was collection date & sime 1isted on the COCT

[¥]ves| [N 9. Was collection date & time listad on ail saaiple contziners?

10. Bid all container label information (10, date, tine) agiee with tha COC?

11 Wore tests o be parfinmed Jisted on the COCT

Vs |_—|'Nu

12, Diid all samples arive in the proper eontainers Tor cach fest andar i zood condition
winhroken, lids on, etc.)?

13. Was adequate samzle volume available?

ves| [ Ino

Yes| [¢ | Mo

i, Were ull samples raceived within ¥ the heldling lime or 48 hours, whichover comes first?

Yes| VMo

[la. Were any samples containers missing/encess (circle ong) sanpics Mot listed on COC?

[ Tves| [Iwe

Fiva 16. For YOA anil RSK-175 samples, wers bublles present >*pea-size" (14%or 6mm in diameler)

in any of the VOA vials?

1 Vel [ INo) [FTNATET Were all DRO/etals/nutriant samples receivod at a pH of < 27

Yes| L_IMa| [FTNA[TE. Were all eyanide samples received ata pH = T2 and sulfide samples received ot a pl[ > 9% |

N
Tl Yes| LinNo| N

19. Were all applicable MH,T TEN'cyanide’phenol/G23. 176083 (= G.5mg/L) samples tros ol
residuz] ehloring?

Clves) [ne [Flna 20. Woere client remasks/requests (Le, requested dilutions, MS/MSD desiznativns, k.., )

comectly dranscribed from the COC into the commen: section in TLIMS?

Ve No

21. Was the quate number list=d on the contairer lsbel? If yes, Cuote

Sumple Prescrvation

{Must be comepleted for any sampla(s) ingorrectly preserved or with headspace )

Sample(s) Ma

fin sample receiving with M4 L of circle one: HZS0S, HNO3Z, HCL NaOH using S8 # MA .
Time of preservation HA . IPmore than one preservative is needed, please note it the comments below.

. were received incomectly prezerved and wege adiuzted amardingly:_

Sample(s) NA

were recelved with bubbles =»6 mm in diameser,

Sarmplas(z) M

wete reccived with TRC > (1.5 mg/L {IT#1% is 1o ) and were

adjusted a;ccnrding'l'y in

sample re:ei;.-'irag with sodium thinsu|fate (MagS,0,) with Shealy ID; Ma

=R barcode labels applied by AROE ] __ Datg; FT14202 ) :
Coinzents: 5

i i i i Inc.)
Pace Analytical Services, LLC (formerly Shealy Environmental Services,
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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ace Analytical”
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New-Indy Catawba LLC
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Project Name: MLVSS
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Date Completed:07/19/2021

07/20/2021 11:41 AM

Approved and released by:
Project Manager |: Blaire M. Gagne

AP%AB

ANSI National Accreditation Board
ACCREDITED

TESTING LABORATORY

The electronic signature above is the equivalent of a handwritten signature.
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14110

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14110
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-872 5-A Zone 1 ASB Aqueous 07/09/2021 1636 07/14/2021
002 21-873 5-B Zone 2 ASB Aqueous 07/09/2021 1703 07/14/2021
003 21-874 5-C Zone 3 ASB Aqueous 07/09/2021 1719 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com

Page 3 of 10



PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14110
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-8725-AZone 1 ASB Aqueous MLVSS SM 230 mg/L 5
002 21-873 5-B Zone 2 ASB Aqueous MLVSS SM 94 mg/L 6
003 21-874 5-C Zone 3 ASB Aqueous MLVSS SM 280 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14110-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-872 5-A Zone 1 ASB
Date Sampled:07/09/2021 1636
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 230 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14110-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-873 5-B Zone 2 ASB
Date Sampled:07/09/2021 1703
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 94 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14110-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-874 5-C Zone 3 ASB
Date Sampled:07/09/2021 1719
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 280 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

/.-;‘7 Samples Recoipt Checklist (SREC) (MEOD18C-15) Reviser:9/28/2020
oAyt Issuing Authority: Pace ENWV - WEOL i Page Laf1

Sample Receipt Checklist (SRC) _

Cligny: New Indy . Cooler Inspected by/die JSM g OFIHR02] g WGLHILD .

Meang of Tecaipt: Poce | JClicnt | ] UPS FedEx [ ] Other: I

Mo l. Were custody scals present an the conler? 3

Yes! [ |Na| [F]NA[Z If cuatody seals were present, wera they iindact and unbroken?
pH Strip [D: HA - __Chioring Strip ID; HA N Tasled hy; RO

riginz] remperatun: upon receipt / Derived (Corrected) temperalure upon receipt  %Selid Snap-Cup I HA
L pld ap WA yNA o BA O gNA s M fHA oo
[Muhnd I__]Ted'ﬂpt"atum-B]alﬂi D’mmﬂt Bottles IR Gun Il # _. IR Gun Comrection Factor: '-"_“C
Methud of coolant: [ wet Ice D lee: Packs [ 1 Dry Tee [ nNane

r 3. I[ bermperatare of any eonler exceeded 6.0°C, was Project Manacer Motfied?
[dvest [INo El\m M wgu Motitied by: phore / email ¢ face-1o-fuee fniri.r: anak, i
. Yes I:| N H‘.‘M 1. [= the commersial coueio™s packing =lip aftached 1o this form?

s | il |5 wers proper castody procedures (relinguished/reesived) followed ?

7| ¥ D}w ] o, Wers sample EDs listed oa the COC?

WlYes| [ INo 7. Were sample LDs listed on all sample cointainers?

+]¥es Mo 8. Was collection ez & time listzed on the COCT

| ¥es| [ INa 9. Was coilection dete & Ume listed on all sample containers? ] 1
_E’]‘r"ts. LI Na [0, Did all container label information (1D, dale, lime) ég-ree with the CCHC7? ]
[¥]¥es| n Ma 1. Were tests ta he performed listed on the COC?

[ Yes| (o 12, Trid all sflrnplcs arrive it the praper containeds for each lost andfor in gosd condition

{unbroken, lids or, etc.)? )
% Yes| |_INo 15, Was adecuate sample volume availanle?
ves| ] Me 14, Were ali samples recaived within % (ae holding time or 48 hours, whiclever comes frst?

Cves] [¥Tve 15. Weare any semples conliners |r135.t|1.=.-fexcee:~a [circlz one) sa: mples Nol listad on COC?

- 16, Fow' VA amd RSK-175 samp],.h,wcrc bubbles presant =*pea-size™ {14"ur Smm in diamerer)
v
[]¥s [Iro MNA inany ol ihe VOA vials? [

(™) Yes| [_INe| [¥IMA|17, Were all DROYmewmids/nutrient samples received at o pH of <27 =
¥es| [_INo| [VTNA[12, Were all cyanide samples received at a o > [2 and sulfide samyples received ata pH = 97

E_] vesi [Na N."k 19. Wers all applicaklz Mi IQrT[-.Nmyﬂ"lmnﬂ:.I- enal’G23 1/60E 3 (< 0.5/ samples free of
rezidual ehlorine?

. 20. Were client remarks/requests (Lo, requestzd dilutions, MS/MSD desiznaions, stc...)
1 Mol [# N p o P : :
Yest [] A carrectly transcribed from the COU into the enmment section in LIMS?

D_‘:’ua [/] Mo 21. Was the guatz number listed on the container label? [f ves, Quale 8 . -
Sample l"ru-t..rwtlun {hust ke completed for aoy hiLﬂlplL(b ) incorrectly preserved or wit Ilhlr.udbpmc‘i 1

Emur:p]-.:{ 7 N4 - were reggived incorrccily pressrved and were adjusied ul..x.urdmLJ}' |
in sarrple receiving with ™A mL of circle one; H2S04, HNO3, HCL MaOl using SR # NA .
Time of preservation N4 - If mare than one preservalive i needad, please note in the comments bc]uw !
Sample(s) M . _ were received with bubbles =6 mun in diameter,
Samples(s) SA _ werz reeaived with TRC > 0.5 me/L (11 519 is ma } and were

adiused aceurdingly in sample recoiving with sodium thiosulate (M2, 5,040 with Shealy iD: NA

SR barcode labelz applied by, JRG2 Date: ¥7714:2021

Commiments:

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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ace Analytical”

Report of Analysis

New-Indy Catawba LLC
5300 Cureton Ferry Road
Catawba, SC 29704
Attention: Dan Mallett

Project Name: MLVSS

Lot Number:WG14111
Date Completed:07/19/2021

07/20/2021 11:42 AM

Approved and released by:
Project Manager |: Blaire M. Gagne

AP%AB

ANSI National Accreditation Board
ACCREDITED

TESTING LABORATORY

The electronic signature above is the equivalent of a handwritten signature.
This report shall not be reproduced, except in its entirety, without the written approval of Pace Analytical Services, LLC.
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14111

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14111
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-868 5-A Zone 1 ASB Aqueous 07/09/2021 1248 07/14/2021
002 21-869 5-B Zone 2 ASB Aqueous 07/09/2021 1331 07/14/2021
003 21-870 5-C Zone 3 ASB Aqueous 07/09/2021 1350 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com

Page 3 of 10



PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14111
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-868 5-A Zone 1 ASB Aqueous MLVSS SM 200 mg/L 5
002 21-869 5-B Zone 2 ASB Aqueous MLVSS SM 240 mg/L 6
003 21-870 5-C Zone 3 ASB Aqueous MLVSS SM 90 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14111-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-868 5-A Zone 1 ASB
Date Sampled:07/09/2021 1248
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 200 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14111-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-869 5-B Zone 2 ASB
Date Sampled:07/09/2021 1331
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 240 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14111-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-870 5-C Zone 3 ASB
Date Sampled:07/09/2021 1350
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/16/2021 1358 AMR 99136
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 90 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

/g;? Samples Raealpt Chacklist {SRC) (MEDDISC-15) Revised:9,/28/7020
gAriatytical l=suing Authority: Pace ENV - WCOL - Paga 1af 1
Sample Receipt Checklist (SRC) '
Cligne; Mew lady _ Cooler Inspected by'date, JSM ¢ 0701402021 Lat #: W41
Means of recsipt [¢] Pacs Client Urs | | FedEx EI Drhar
[ | ves| [¢]He I. Were cuslody scals presant an the cooler? ]
| Yes| [ Ma| [¥]nalz M enstody seals were preaent, wers they intact and unbroken?
lPH Surip Ta; M4 . Chloring Strip 1D: M Tested py: JRGZ
Origingl termperature upan hm:c]pt ¢ Devived {Corrected) temperalure npon receipt  Y%Solid Snap-Cup 1y, N4

1.4 JE4 a MA iWA e BA L GHNA S wp B pNA as

_— e

Mcthod: [ijpc*aruu & Blank [ lazainet Bottles (R Gun ID: 5 IR Gun Comrection Factor: © "
Method of coolant: [ wetTee [ 1ee Packs L] Dy 1ee D Maone
3. T temperature of any cooler exceerded 6.0°C, was Project Manager Matifizd?
o ¥ 3
[]es I:l-"w [£ma P was Motified by: phong / email / face-to-face {zizele onc),
L] ves| EINo| [ZTNAJA. 15 the commercial conrier's packing slip aliached to this foom 7
_[g/_] ves| [_INg « Were poopor custody procedures (relinguishedreceived Mol lowed?

[

[] Yes __DN-U G, Were ssmple 103 listed on the COC?

Yes Ma 7. Were sample 1D [isted on all sémple contiiners?
_Z! ey ]_ Ma 4. Was collection date & time [lstcd on the GO0

v ] Yea D Mo G. Was colleciion :,ate & time listed on all sampic containers?
|[#] ¥es| [ 1N 14. Did all container label informatiar. (1D, daie, time) agree wilth the COC?
[7]¥es| ClNa [1. Were tess to be performed listed on the COC?
7] ves [Ine 12. Dic all saples arrive i the proper containers for each test andor in goed condition
i (unbroken, lids an, ete.)? ] ) _
I¥] Yes I TNe 13, Was adegquale sample volwne avajlablz? T
Tes ¥ | Mo 14, Were all sarmples regeived within 3 the halbding lime or 4% hours, whichever comes Grat? |
Yes| LM 15, Wers any samples containers I“]I'SIHF_ fexcess (oivele one) samples Mot Hsted nn QOO

\ [&. For VOA and BSK-175 samples, wora T2 bubbles prascit >“peaesize™ (Vi or Gmm in c..umcl;cr}
A !
L Ves Lo [7vay; in any of the VOA vials?
1 Yes| [_INol [VINAT7. Were all DRO/meralsmerient samples regeived at a pH of < 27
Ves| [ INof VINATTE Wereall cyanide samples received al w pHd = 12 and sulfide samp]r_-. reveived ata pH =97 |
Mves (o 7N 149, Were all applicable MHy TEN/cyanid=/phencl/625. /608,35 (< 0. Syl samplas dree af
residual chloring? ~
i - 20, Were client remarks/request s (i, e, requested dilutions, MS/MASD cosignations, ¢le...)
! | M : i o !

e Cve 7T conectly ranscribed from the COC into the commuent scetion in LIMS?

[ Ives| [ViNo 21, Was the guote number lised on the containcr label? If ves, Quota &

Sample Preservation  (Must be completed for any semplefs) incorrectiy preserved or with headspace )

Sainplels) M Weres received | ncarre-'tl'- preserved and were adjusted aceor .Hrlgly
in sample receiving with M ml. ol circle one: H2804, HNO3, KCI, NaOl using SR # Y4 :
Tirnc: of presarvation N4 - Ifmore than one prescrvative is nesded, please nole in the comments -mlmv

Bample(s) NA i were receivad with bubbles =6 mm in diameter.
‘Samples(z) MA weere received with TRO = 0.3 madL. (219 s ae J and wene
adiusted wu.nrdm:J» in sampla mcewmg with sodiun thiosulfate (Na,3,05) with Shealy 1D: MNA-

SR barcode labels applied by: /RG2 _ Dale: 07142021
Comments:

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
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ace Analytical”

Report of Analysis

New-Indy Catawba LLC
5300 Cureton Ferry Road
Catawba, SC 29704
Attention: Dan Mallett

Project Name: MLVSS

Lot Number:WG14115
Date Completed:07/19/2021

07/20/2021 11:44 AM

Approved and released by:
Project Manager |: Blaire M. Gagne

AP%AB

ANSI National Accreditation Board
ACCREDITED

TESTING LABORATORY

The electronic signature above is the equivalent of a handwritten signature.
This report shall not be reproduced, except in its entirety, without the written approval of Pace Analytical Services, LLC.

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172
Tel: 803-791-9700 Fax: 803-791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14115

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14115
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-899 5-A ASB Zone 1 Aqueous 07/11/2021 0835 07/14/2021
002 21-900 5-B ASB Zone 2 Aqueous 07/11/2021 0904 07/14/2021
003 21-901 5-C ASB Zone 3 Aqueous 07/11/2021 0925 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14115
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-899 5-A ASB Zone 1 Aqueous MLVSS SM 470 mg/L 5
002 21-900 5-B ASB Zone 2 Aqueous MLVSS SM 280 mg/L 6
003 21-901 5-C ASB Zone 3 Aqueous MLVSS SM 130 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14115-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-899 5-A ASB Zone 1
Date Sampled:07/11/2021 0835
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 470 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14115-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-900 5-B ASB Zone 2
Date Sampled:07/11/2021 0904
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 280 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14115-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-901 5-C ASB Zone 3
Date Sampled:07/11/2021 0925
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 130 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Chain of Custody
and
Miscellaneous Documents

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

/.;? Samples Receipt Checklist (SRC) (ME0OO18C-15) Reviser:9/29/2020
cednaltial Issulng Authority: Pece ENY - WCOL - Page lotl

Sample Receipt Checklist (SRC)

(liant: New Indy Confer [nspected] by/dare: M58 07472021 Lot# WGHINS
x ——— =
HME&M af Teceipt: LIPS FedEx Cither; [
- Mo 11, Were custody seals present on the conler”
| [ Mo . NaAlZ Ifru;tm{’_-.r seals were present, were they intacd and wibrokend
PH Strip 1D Ha Calorine Steip [D; Ha _ Tested fyy: IRG2
riginal temperature upan raceipt £ Derived { Correcred) lE:anla‘[Ul‘E- upon receipl  %aSalid ""map Lup m NA o )
14 s ac MA pNA o|:_ A . JHA ' h.ﬁu JiH."'n o
Method: [ ] Temperatire Blank Dﬂ.wamﬁt Bettles TR GonlD: ¥ IR Gun Cometion Factor: o
Method of coolant:  [¥] wer 1ce [ fee Packs LI prv Iue_g Mane
3. I temperature of any cooler exceeded 6, 0°C, was Praject Manuger Notified?
i o ‘f
[]Yes DND I'_‘INA PM weas Maotified by: phone f email )/ foce-to-face (circla one).
[ Ives| Tlna [¥TMAJ4. 15 the commercial cour fer’s pucking slip attached to this Form?
[#]ves! [ 5. Wera proper custody procodures (relinguishedieceived) followed?
Yes| |_INo &, Were sample 1Ds listed un the COCT
Yes| [N 7. Were samply IDs listed on all samplc containers?
! Yes| | I 5 Was collection date & lime listed on the COO?
Yes Noy 9. Was collection dare & dine listad on al| sample containers?
¥iVYes| [ Mo 10, Did all container label irformation (TD, date, time} agree with the COC?
7] ves| { INa I1. Wers tests to be perforimed listed on the COOT
12. Did all samples awwive in the proper containers for 2ach st andio: in waod eondition
[ ves| Cimo funbroken, lids on, ete,)? _
A Ves] L 1o 13. Was adeyuaic sample volume availabie? _
(L Yes| [ No 14, Were 2l sumples raceived within ' the holding time or 48 howrs, whickever comes frst?
|:] Yes| v Mo 5. Were any samples containers missirg/eneess (circle anz) salnples Mot listed on COCT
| . - o |16 For VOA and RSK-175 samples, were bubbles present = nea- size™ (W or dme i diameter)
LI Yes] Mo [ZINal in aﬁ} of the VOA vials? :
[ {ves| [ INe! [FINATT7 Were ah DROMmetals/nutrient samples received at a pH of <27 .
[ Tves| [ Il [¥Ta JS Were all cyanids swnples received at 2 pH = 12 and solfide 'u.erIpix"? recelved at a pH =
] ves MNe ZINA 1%, Were ail appliceble AL KN/cyanide/phenclB25. 17608 1 (< 0. Smg/L) samples free of
residusd chloring?
- 20, Were cliert reimarks/requests (i.e. reyuestad dilulions, MS/MSD designutions, etc.,
Yes| LI No| [F]nal”
L Cve F correetly transcribed from the COC into the comment section in LIME?
[ ]ves| [¥Tno 21 Was the quote number listzd on the contaner lahel? Ifves, Quote 2 k4

Sample Preservation {hiust be completed for any sumple(s) incorrectly preserved or with headspace.)

hample(s) NA Werne rece ived ml:nrrect]:.r prezeeved and were ud jusced au:ﬁrdmolw
fin saple receiving with M5 — _mb afcivcle ene: H2S04, HNO3, FICI, NaOH using SR # MNA

Time of preservation M4 - I more thar one preservative is needed, please notc in e comments !JL'!.'II"Pr
ISample(s) MA . were receivad wilh bubblas =6 mm in dismeter.
Smmples(z) HA were received with TRC = 0.5 mg/L {IF #19 is wo ) and were
acdinsted accordingly in sz miple receivize with sodiy shius: 1Fate (MNapSy0y) with Shesly ID: MA . .

SR harcode labels applied by: [RG _ Date; ¥77142021

Commenls;

i i i | Services, Inc.)
Pace Analytical Services, LLC (formerly Shealy Environmental ,
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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ace Analytical”

Report of Analysis

New-Indy Catawba LLC
5300 Cureton Ferry Road
Catawba, SC 29704
Attention: Dan Mallett

Project Name: MLVSS

Lot Number:WG14117
Date Completed:07/19/2021

07/20/2021 11:45 AM

Approved and released by:
Project Manager |: Blaire M. Gagne
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14117

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14117
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-903 5-A ASB Zone 1 Aqueous 07/11/2021 1225 07/14/2021
002 21-904 5-B ASB Zone 2 Aqueous 07/11/2021 1249 07/14/2021
003 21-905 5-C ASB Zone 3 Aqueous 07/11/2021 1309 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14117
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-903 5-A ASB Zone 1 Aqueous MLVSS SM 420 mg/L 5
002 21-904 5-B ASB Zone 2 Aqueous MLVSS SM 280 mg/L 6
003 21-905 5-C ASB Zone 3 Aqueous MLVSS SM 150 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14117-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-903 5-A ASB Zone 1
Date Sampled:07/11/2021 1225
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 420 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14117-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-904 5-B ASB Zone 2
Date Sampled:07/11/2021 1249
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 280 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14117-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-905 5-C ASB Zone 3
Date Sampled:07/11/2021 1309
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 150 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

Samples Receipt Checklist {SRC) (MEDD18C-15) Revised:9/29,/2000

.-'/‘ZEAM htwcal [ssuing Authority: Pace ENY - WCOL Page Tof 1
Sample Receipt Checklist (SRC)
Clieng; Mew Indy _ Cooler Insnected by/date: JEM 02621 Lo WGl£117
Means of receipt:_[v/] Pacc | JClient | JUPS [ | Fedbx | ] Other: _" o
Yes| [VINo . Were costody seals poecent on the cooler? _
s Hu L{JNAEE. I gugtethy seals wers prosent, were they intact and unbraoken

Chriginal temperatwre wpon receipl 7 Derived (Corrected) tamperature opon recaipt  %48olid Snap-Cup tD: N
o MA JHA L g h.-". SHA S 3o MA FHA S e

Mathod: [F]Temperature Biank [ lr".gauu:t Bodlles IR Gu.n I: IR G Correstion Factor; ¥ *C
o athiad u:r conlant [¥] Wel lee Cicepacks (1D Wone

Ild F1e

nl Strip 10; Ha

Chlorine Serip iD: P4 Testad by: 52

1 chr ]_] Ma

[ZTrea A I empesaure al any ooaler exceedﬂd 6,07, was J’ro]l:l:'t Managzr Notitied?
[ waz Motified by phone S email [/ face-to-foce {eirele one),

E‘ﬁ; L 1Mo T\'r‘. 4. [s the commercial courier's pRexing slip attached w this Garm?
[{v] Yes Mo . Were proper custody prowedures (relinguished/received) fallowed?
[¥] ves| [ Ino §. Wore sample 1Ds listed on the COOT
Ves| [ INo 7. Were samnple [Ds disled on gl sample containers?
ves| [ Ine 8. Was collectlon date & time listed an the COCY o
ves| |_Iwo 0. Was cotlcction date & time listed on all sample confairers? -
[¢] ¥es ]:Nn 10. Did all container label infurmution (1D, date, time) agree with the COG?
Yas ENU | L. Were tosts to b p-e;rmrmed listed on the COC?
A ves| e 12, Dhict all ss_m'.plcs arrive in the proper eontainers for ach test and/or in goed condition
(unbrolen, lids on, cle)? ,_,
v ] Yes| LInNo 13, Was adequate s.amp-lr:. vahme available?
| 1¥es| [¥INo 1<, Were ol sumples received within 1 the helding time or 48 howss, whichever comes frst? |
Yos| ¥ Mo 13. Were any samjles containers I'I'IiEai]Jb-‘I{:‘GLLH‘u-I{L..ir[ les one) samples Mot sted an, COC?
146, For VOA and RSK-173 samples, were bubhles present = pou-size™ {47 ar Gmm in dizmates
[]Ves I:l No| [7TNA; in zry of the VOA vials? ’ ’ ’ ¢ .j
[ Yes| | ma L INA[ 7. Werz all DRDfmma[s.“nuterH samples received al ¢ pH of < 27 T
[ I es| L ma| [FINA 15 Werz all eyanide samples received al o pl'-l'- 12 and sulfide .samples received ata pH = 97 ¢
D Yes El No ENA [9. Werz 2]l anplicable WH,TH? \Jar'yamde.ﬂphe.ml,"ﬁzj UG08, 3 (= §.3mgL) samples free of

residual chlarine?

DY&;

Cwo

[ZINA 20, Wera client rmnarki-'r:quests {i.e. requested dilutions, ME/MED desizndions, le...)
cotrectly frenscribed from the COC inte the comntent section in LIMET

D Yes

F i

21. Was 1he quate number listed on the container label? 11 yus, Quate #

Sample Preservation {Muit be completed for any sample(s) incarrectly preserved ar wilh headspace.)

Samp]a( ] B

were received incorrectly preserved and wera adjusted ..1|_.._un,]|r|gb

m sample r&caw:n;_., wi th HA” __mL of circle one:; H’;E‘;G4 FIMC, 11CE, MaO using SR # MA

- I gy thien one preservative 1s reedari please neda in the commenss b&lcrw

Sumplefs) M4

wire received with bubbles =6 mm i diameter,

‘:ainples(s} A
adjuslcd avcordingly i sample receiving with sodium tricsulfate (May3205) with Shesly 1D MA

_were I'E:BEI -’Eﬂ with TRC = (0.5 ma/L {IF#19 is e ) and were

SR burcode labels applied by: #0952 L Dale; (1472021

Commonts:

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
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PACE ANALYTICAL SERVICES, LLC

SC DHEC No: 32010001 NELAC No: E87653 NC DENR No: 329 NC Field Parameters No: 5639

Case Narrative

New-Indy Catawba LLC
Lot Number: WG14118

This Report of Analysis contains the analytical result(s) for the sample(s) listed on the Sample Summary
following this Case Narrative. The sample receiving date is documented in the header information
associated with each sample.

All results listed in this report relate only to the samples that are contained within this report.

Sample receipt, sample analysis, and data review have been performed in accordance with the most
current approved The NELAC Institute (TNI) standards, the Pace Analytical Services, LLC ("Pace")
Laboratory Quality Manual, standard operating procedures (SOPs), and Pace policies. Any exceptions to
the TNI standards, the Laboratory Quality Manual, SOPs or policies are qualified on the results page or
discussed below.

If you have any questions regarding this report please contact the Pace Project Manager listed on the
cover page.

Pace Analytical Services, LLC (formerly Shealy Environmetal Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Sample Summary
New-Indy Catawba LLC
Lot Number: WG14118
Project Name: MLVSS
Project Number:

Sample Number  Sample ID Matrix Date Sampled Date Received
001 21-907 5-A ASB Zone 1 Aqueous 07/11/2021 1612 07/14/2021
002 21-908 5-B ASB Zone 2 Aqueous 07/11/2021 1644 07/14/2021
003 21-909 5-C ASB Zone 3 Aqueous 07/11/2021 1702 07/14/2021
(3 samples)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)

106 Vantage Point Drive West Columbia, SC 29172

(803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC

Detection Summary
New-Indy Catawba LLC
Lot Number: WG14118
Project Name: MLVSS
Project Number:

Sample Sample ID Matrix Parameter Method Result Q Units Page
001 21-907 5-A ASB Zone 1 Aqueous MLVSS SM 300 mg/L 5
002 21-908 5-B ASB Zone 2 Aqueous MLVSS SM 260 mg/L 6
003 21-909 5-C ASB Zone 3 Aqueous MLVSS SM 160 mg/L 7

(3 detections)

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14118-001

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-907 5-A ASB Zone 1
Date Sampled:07/11/2021 1612
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 300 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14118-002

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-908 5-B ASB Zone 2
Date Sampled:07/11/2021 1644
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 260 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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Inorganic non-metals

Laboratory ID: WG14118-003

Client: New-Indy Catawba LLC
Matrix: Aqueous

Description: 21-909 5-C ASB Zone 3
Date Sampled:07/11/2021 1702
Date Received: 07/14/2021

Project Name: MLVSS

Project Number:

Analytical Method Dilution Analysis Date Analyst Prep Date Batch

Run Prep Method
1 (MLVSS) SM 2540D/160.4 1 07/18/2021 1711 MOM 99242
CAS Analytical
Parameter Number Method Result Q LOQ Units Run
MLVSS SM 2540D/160.4 160 10 mg/L 1

Q = Surrogate failure
L = LCS/LCSD failure
S = MS/MSD failure

E = Quantitation of compound exceeded the calibration range

B = Detected in the method blank
P = The RPD between two GC columns exceeds 40%

LOQ = Limit of Quantitation
ND = Not detected at or above the LOQ N = Recovery is out of criteria
H = Out of holding time W = Reported on wet weight basis

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com
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PACE ANALYTICAL SERVICES, LLC
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PACE ANALYTICAL SERVICES, LLC

/':,7 _ Samples Racelpt Cheeklist (SRC) {MEOD18C-15) Rervised:9/28/2023
A Pacedialyical Issuing Authorfty: Pace ENV - WOl : Page 1of1
Sample Receipt Checklist (SRC) :
Client; MNewIndy Cooler Inspected byidae: /3 67740021 Lot : WGldl113
fhcans of receipl: Pace m!ienr [ urs [ JFedEx F:f Oither:
[ ] Ves| [#IMa 1. Were custedy scals present on the cooler?
D Yag D'No iZ!NA 2. IT custody seals were presznt, ware they intact and cibroken?

: Chluring Strip 1D: ¥8 _ Tesied by MG o
Chiginal lemperature upon receipt ¢ Derived (Corrected) temperature upen receipt  %Salid Snap-Cup 11y MaA -
b4 14 ep WA pNA 30 OMA L GMA o MA L WA 2.
Method: [P Temperature Blenk [ Jaainst Botics R Gue [ 2 IR Gun Correction Fagtar: ¥ i
[Methed of contani; [ Wat foo T 1 1ce Packs ] Dhiw g [ wone ]
- T, 1P temperanize of any cooler exceeded 6.0°C, was Proiecl Marager Wotified?
g v INaA[” ' » i -
[J¥es [CINef E2IN "M was Motified by: phone / emaii / face-to-face (circle ang),
[ dves] [wa Lrdmal4. s the commercial courier's pocking slip attached o this Form?

Yos I_|Mo =. Were propor custody preedures (relinguished/received) followed?

[¥]¥es [glln G. Wese sumple IDs listed on the COC?

] Ves| [ Jro 7. Were sampie LDs lisled on all sample containers? ]
[T ves| LINe 8. Was collection dale & time listed on ihs (2OCT .

[v ] ves| [ Tna 9. Was colleciion date & 1ime listed on ali semple conlaingrs? _
Yes| [ No 10. Did all container label information (1D, dare, e agree with the COCT =
[¥] Yes [Trin 11, Were lests to be performed listed on the COC?

I2. Did all samples arrive in the proper containets Tor each test andfor in good condilion

[ ves [ {unbroken, lidE]:I;JI, el PP ] o #

1] ves| L_Imo 13. Was adequate sampls volume available?

A ves| | No! 14. Were all sumples received withn 1% the holding dme or 48 havrs, whichever comes firsts
E_'_rcs BN 15, Were any samples containers missinglexcess (eircle one) samples Mot listed on COC?

- 16. For VOA and REK-175 samples, were bubbles present ="pea-size” {¥"or Gonmn T diantetar)
[ est LMol [7INALG or e VOR vials? '
=

Yos Mo| [ NA[TT. Were &l DROVmetglziutrient samples received at a pil of < 27 R
ves| L_INe| [VINA[1E. Were all eyanide samnles received at a pH > 12 and sullide samzles received oz a pH = 97 |
i . 9. Were all applicable NH T W eyanides phenal/ie 5, 17/608.3 1= 0. 3mg/L} sumples fres of
’ I [ . '
O ves' Clno L_I A fesidual chlarine? .
; 20 Were client remarks/requests (ie. requesied dilutions, MS/MSD desiznalions 2.} -
¥ Mol [ ; ) ' a . .
D es| LIno) [ZIva corectly anseribed from the COC into the comment section in LIMS? [
il 1ves| [T 21, Was the quote number listed on the contuiner lz2bel? 1f yes, Cuate &

sample Preservation  (Must be compleled for any sample(s) incorreetly preserved or with headspace.)

Samplc(s) HA wera received incorroctly preserved and were wljusied accordieyly
in sumple receiving with M mL of cirele one: H2S04, HNOS3, HCIL, NaOH using SR # Ha . '
Time: of preservation N4 - It inore (han one preservative is needed, pleasz note in (he camments below.

Sample(y) HA . _were received with bubbles =6 nue in disneler,
Sampics(s] M _ were rezeived with THO > 0.5 mg'L (IF 19 is wo ) and were |
adjusted accordingly in sample receiving with sodium thiosutfite (Ne;S,05) with Shealy 1D; MA ) '
SR bircode lahels applied by: JRG2 _ Datg; 1871 L

Comments:

Pace Analytical Services, LLC (formerly Shealy Environmental Services, Inc.)
106 Vantage Point Drive West Columbia, SC 29172 (803) 791-9700 Fax (803) 791-9111 www.pacelabs.com

Page 10 of 10



	WG10008_Report (1)
	 WG10008 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG10008-001
	WG10008-002
	WG10008-003

	COC & Misc. Documents


	WG14102_Report
	 WG14102 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14102-001
	WG14102-002
	WG14102-003

	COC & Misc. Documents


	WG14104_Report
	 WG14104 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14104-001
	WG14104-002
	WG14104-003

	COC & Misc. Documents


	WG14106_Report
	 WG14106 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14106-001
	WG14106-002
	WG14106-003

	COC & Misc. Documents
	Shipping/Receiving Documents


	WG14110_Report
	 WG14110 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14110-001
	WG14110-002
	WG14110-003

	COC & Misc. Documents


	WG14111_Report
	 WG14111 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14111-001
	WG14111-002
	WG14111-003

	COC & Misc. Documents


	WG14115_Report
	 WG14115 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14115-001
	WG14115-002
	WG14115-003

	COC & Misc. Documents
	Shipping/Receiving Documents


	WG14117_Report
	 WG14117 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14117-001
	WG14117-002
	WG14117-003

	COC & Misc. Documents
	Shipping/Receiving Documents


	WG14118_Report
	 WG14118 Report of Analysis
	Case Narrative
	Sample Summary
	Sample Results
	WG14118-001
	WG14118-002
	WG14118-003

	COC & Misc. Documents



